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Measurement Report
Report Summary

Meter's File Name LxT_Data.321.s Computer's File Name LxT_0005667-20240307 123115-LxT_Data.321.ldbin
Meter LxT1 0005667 Firmware 2.302
User Location
Job Description
Note
Start Time 2024-03-07 12:31:15 Duration 0:15:00.0
End Time 2024-03-07 12:46:15 Run Time 0:15:00.0 Pause Time 0:00:00.0
Pre-Calibration 2024-03-07 11:26:59 Post-Calibration None Calibration Deviation ---

Results
Overall Metrics

LAeq 61.9 dB

LAE 91.4 dB SEA --- dB
EA 154.9 Pa²h
EA8 5.0 mPa²h
EA40 24.8 mPa²h

LApeak 96.6 dB 2024-03-07 12:36:50
LASmax 76.8 dB 2024-03-07 12:36:50
LASmin 52.5 dB 2024-03-07 12:31:46

LAeq 61.9 dB

LCeq 73.1 dB LCeq  - LAeq 11.2 dB
LAIeq 66.6 dB LAIeq  - LAeq 4.7 dB

Exceedances Count Duration
LAS > 85.0 dB 0 0:00:00.0
LAS > 115.0 dB 0 0:00:00.0
LApk > 135.0 dB 0 0:00:00.0
LApk > 137.0 dB 0 0:00:00.0
LApk > 140.0 dB 0 0:00:00.0

Community Noise LDN LDay LNight
--- dB --- dB 0.0 dB

LDEN LDay LEve LNight
--- dB --- dB --- dB --- dB

Any Data A C Z
Level Time Stamp Level Time Stamp Level Time Stamp

Leq 61.9 dB 73.1 dB --- dB

Ls(max) 76.8 dB 2024-03-07 12:36:50 --- dB None --- dB None

LS(min) 52.5 dB 2024-03-07 12:31:46 --- dB None --- dB None

LPeak(max) 96.6 dB 2024-03-07 12:36:50 --- dB None --- dB None

Overloads Count Duration OBA Count OBA Duration
0 0:00:00.0 0 0:00:00.0

Statistics
LAS 0.0 --- dB
LAS 0.0 --- dB
LAS 10.0 64.1 dB
LAS 33.3 60.8 dB
LAS 66.7 58.7 dB
LAS 90.0 56.7 dB







Measurement Report
Report Summary

Meter's File Name LxT_Data.320.s Computer's File Name LxT_0005667-20240307 121201-LxT_Data.320.ldbin
Meter LxT1 0005667 Firmware 2.302
User Location
Job Description
Note
Start Time 2024-03-07 12:12:01 Duration 0:15:00.0
End Time 2024-03-07 12:27:01 Run Time 0:15:00.0 Pause Time 0:00:00.0
Pre-Calibration 2024-03-07 11:26:59 Post-Calibration None Calibration Deviation ---

Results
Overall Metrics

LAeq 74.5 dB

LAE 104.0 dB SEA --- dB
EA 2.8 mPa²h
EA8 90.2 mPa²h
EA40 450.9 mPa²h

LApeak 108.1 dB 2024-03-07 12:13:19
LASmax 97.2 dB 2024-03-07 12:13:19
LASmin 56.7 dB 2024-03-07 12:26:05

LAeq 74.5 dB

LCeq 80.2 dB LCeq  - LAeq 5.7 dB
LAIeq 78.5 dB LAIeq  - LAeq 4.0 dB

Exceedances Count Duration
LAS > 85.0 dB 1 0:00:05.10
LAS > 115.0 dB 0 0:00:00.0
LApk > 135.0 dB 0 0:00:00.0
LApk > 137.0 dB 0 0:00:00.0
LApk > 140.0 dB 0 0:00:00.0

Community Noise LDN LDay LNight
--- dB --- dB 0.0 dB

LDEN LDay LEve LNight
--- dB --- dB --- dB --- dB

Any Data A C Z
Level Time Stamp Level Time Stamp Level Time Stamp

Leq 74.5 dB 80.2 dB --- dB

Ls(max) 97.2 dB 2024-03-07 12:13:19 --- dB None --- dB None

LS(min) 56.7 dB 2024-03-07 12:26:05 --- dB None --- dB None

LPeak(max) 108.1 dB 2024-03-07 12:13:19 --- dB None --- dB None

Overloads Count Duration OBA Count OBA Duration
0 0:00:00.0 0 0:00:00.0

Statistics
LAS 0.0 --- dB
LAS 0.0 --- dB
LAS 10.0 75.5 dB
LAS 33.3 72.4 dB
LAS 66.7 67.5 dB
LAS 90.0 63.2 dB







Measurement Report
Report Summary

Meter's File Name LxT_Data.319.s Computer's File Name LxT_0005667-20240307 115205-LxT_Data.319.ldbin
Meter LxT1 0005667 Firmware 2.302
User Location
Job Description
Note
Start Time 2024-03-07 11:52:05 Duration 0:15:00.0
End Time 2024-03-07 12:07:05 Run Time 0:15:00.0 Pause Time 0:00:00.0
Pre-Calibration 2024-03-07 11:27:02 Post-Calibration None Calibration Deviation ---

Results
Overall Metrics

LAeq 72.1 dB

LAE 101.6 dB SEA --- dB
EA 1.6 mPa²h
EA8 51.9 mPa²h
EA40 259.5 mPa²h

LApeak 110.0 dB 2024-03-07 12:03:11
LASmax 87.3 dB 2024-03-07 12:03:37
LASmin 59.9 dB 2024-03-07 12:04:35

LAeq 72.1 dB

LCeq 79.5 dB LCeq  - LAeq 7.4 dB
LAIeq 74.8 dB LAIeq  - LAeq 2.7 dB

Exceedances Count Duration
LAS > 85.0 dB 3 0:00:04.9
LAS > 115.0 dB 0 0:00:00.0
LApk > 135.0 dB 0 0:00:00.0
LApk > 137.0 dB 0 0:00:00.0
LApk > 140.0 dB 0 0:00:00.0

Community Noise LDN LDay LNight
--- dB --- dB 0.0 dB

LDEN LDay LEve LNight
--- dB --- dB --- dB --- dB

Any Data A C Z
Level Time Stamp Level Time Stamp Level Time Stamp

Leq 72.1 dB 79.5 dB --- dB

Ls(max) 87.3 dB 2024-03-07 12:03:37 --- dB None --- dB None

LS(min) 59.9 dB 2024-03-07 12:04:35 --- dB None --- dB None

LPeak(max) 110.0 dB 2024-03-07 12:03:11 --- dB None --- dB None

Overloads Count Duration OBA Count OBA Duration
0 0:00:00.0 0 0:00:00.0

Statistics
LAS 0.0 --- dB
LAS 0.0 --- dB
LAS 10.0 75.2 dB
LAS 33.3 71.2 dB
LAS 66.7 67.2 dB
LAS 90.0 63.8 dB





Casella CEL Ltd.

Report On CEL-63X

Report Generated By Insight CEL-63x - Casella CEL Ltd - On 11/7/2021 At 1:36:44 PM Page 1 of 1

Instrument Model

Duration

End Date & Time

Start Date & Time

LASmax 73.3 dB

LASmax with Time 73.3 dB (11/5/2021 3:55:36 PM)

LASmin 54.2 dB

LASmin with Time 54.2 dB (11/5/2021 3:47:09 PM)

LAeq 64.5 dB

Site

Location

CEL-633A

00:15:00 HH:MM:SS

11/5/2021 4:01:49 PM

11/5/2021 3:46:49 PM
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Figure 15.  Dryer Noise DBA Reading

Figure 16.  Producer Dimensions



188-0000B Certification Equipment Decibel Page 1 of 1

EQUIPMENT DECIBEL CERTIFICATION

This is to certify that the following AutoVAC equipment was measured with the following decibel levels of
noise emission (+/- 2dB) in accordance with ISO 2151:2004.  These ratings are taken at 15 feet from the
machine with no background noise or outside interference in a 50 x 50ft interior room.

VACUUM PRODUCER
HORESPOWER STAGE START/RUN dB

WITH VFD
START dB
 NO VFD SERIAL NO PASS/FAIL

10 3 64 84

15 4 66 88

20 5 66 88

25 6 72 92

30 7 74 92

40 8 76 95

Equipment Used to measure decibel levels

EQUIPMENT MANUFACTURER MODEL NO SERIAL NO
Sound Level Meter Extech Instruments 407730 9848853

Certified By: ____________________________________ Date: ___________________________

This certificate does not claim product approval or endorsement by NVLAP, NIST or any agency of the
Federal Government.  If you have any further questions, please contact AutoVAC at our toll free number
888-628-8682.


